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The Equipment passed the Type Approval according to'the'inspection rule/for machinery.

Date of certification:
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L.G. van Schie
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Certification Manager DEKRA Certification B.V.
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Certificate Number DEK19.0053 Issue Number: 1
EREH wmL
Specific condition of use | None.
LiR— +ES
Report Number 420221000, Issue 0
- PEIRE Order No.
Hh A lssueNo. 0 2020-01-16  to 20230115 | | iia) certificate 420221000
Duration of Validity —
-mm-dd 01- 01 BHIRTE Order No.
(yyyy ) Issue No. 1 2023-01-16  to  2026-01-15 | 2T 0 o te | 420336700
BIRIEE (Type designation)
HREZHSE (#EHMA) Portable Gas Monitor
24 7 Type + 4 A 7 Sensor type
OX-04 EEMEMR BRKRES)
m— st Eﬁtf)ilenml.cal O2(ES)
Variants HS-04 EEMEMRR FribKFR
Electrochemical H2S
CO-04(C-) EEMEMSRN —BIERFRCKRMHE)
Electrochemical CO (H2- compensated)
CX-04 EEMERRX —FHbRR, BR
Electrochemical CO, 02
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Certificate Number DEK19.0056 Issue Number: 1
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Applicant RIKEN KEIKI Co., Ltd.
= - 174-8744 HREHIRIBER/NER2—7—6
REEER T
Address §a7p z?n Azusawa, Itabashi-ku, Tokyo, 174-8744,
HiEE Bt st
Manufacturer RIKEN KEIKI Co., Ltd.
Wt e T174-8744 WERERIER/NER2—-7—6
BUEE LR 2-7-6, Azusawa, Itabashi-ku, Tokyo, 174-8744,
Address Japan
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Equipment Portable Gas Monitor
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Type Identification Electrochemical/CQ

(see below for variants)
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Group, Temperature
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A DEKRA' Certification B/V. cey

Regulation

lLabour/and Welfare

ik TR AL A A :J’r;b7k;=r‘%%/%;/v /84 V/Boo mAh)

gatin g Supply User-replaceable/secondary Ni-MH batte/ry pa 3 A V 800’ r’n’A’h’)
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BBERE :

Ambient Temperature’ 40/Cto +60,/C

fERZH A
Specific condition of use | None.
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The Equipment passed the Type Approval according to'the inspection rule/for machinery.

Date of certification: 202301 A10H

L.G. van Schie

BAREERE

Certification Manager DEKRA Certification B.V. Page 1/2
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Certificate Number

DEK19.0056 Issue Number: 1

LiR— + &S
Report Number

420221000, Issue 0

« YIEHRE Order No.
AEhEARS Issue No. 0 2020-01-16  to  2023-01-15 Initial certificate 420221000
Duration of Validity BB Order No

-mm-dd -01- -01- :
(yyyy ) Issue No. 1 2023-01-16 to  2026-01-15 Renewal certificate | 420336700
BKIETE (Type designation)
HAZHRE (EHA) Portable Gas Monitor
24 7 Type + 945 4 7 Sensortype
OX-04 EEMERNX BRES)
E—Est Electrochemi.cal O2(ES)
Variants HS-04 EEMERR RILkER
Electrochemical H2S
CO-04(C-) EEMEMRN —BILRRCKRMEHE)
Electrochemical CO (H2- compensated)
CX-04 EEMERRX —FIERR, BFR
Electrochemical CO, 02
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